Many agricultural studies rely on infrared sensors for remote measurement of surface temperatures for crop status monitoring and estimating sensible and latent heat fluxes. Historically, applications for these non-contact thermometers employed the use of hand-held or stationary industrial infrared thermometers (IRTs) wired to data loggers. Wireless sensors in agricultural applications are a practical alternative, but the availability of low cost wireless IRTs is limited. In this study, we designed prototype narrow (10
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Many agricultural studies rely on infrared sensors for remote measurement of surface temperatures for crop status monitoring and estimating sensible and latent heat fluxes. Historically, applications for these non-contact thermometers employed the use of hand-held or stationary industrial infrared thermometers (IRTs) wired to data loggers. Wireless sensors in agricultural applications are a practical alternative, but the availability of low cost wireless IRTs is limited. In this study, we designed prototype narrow (10
• ) field of view wireless infrared sensor modules and evaluated the performance of the IRT sensor by comparing temperature readings of an object (T obj ) against a blackbody calibrator in a controlled temperature room at ambient temperatures of 15
• C, 25
• C, 35
• C, and 45
• C. Additional comparative readings were taken over plant and soil samples alongside a hand-held IRT and over an isothermal target in the outdoors next to a wired IRT. The average root mean square error (RMSE) and mean absolute error (MAE) between the collected IRT object temperature readings and the blackbody target ranged between 0.10 and 0.79
• C. The wireless IRT readings also compared well with the hand-held IRT and wired industrial IRT. Additional tests performed to investigate the influence of direct radiation on IRT measurements indicated that housing the sensor in white polyvinyl chloride provided ample shielding for the self-compensating circuitry of the IR detector. The relatively low cost of the wireless IRT modules and repeatable measurements against a blackbody calibrator and commercial IR thermometers demonstrated that these wireless prototypes have the potential to provide accurate surface radiometric temperature readings in outdoor applications. Further studies are needed to thoroughly test radio frequency communication and power consumption characteristics in an outdoor setting.
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Introduction
Infrared thermometers (IRTs) have been widely used in agricultural research to remotely measure surface temperatures and develop vegetation stress indexes (Jackson et al., 1981; Colaizzi et al., 2003) , monitor crop canopy temperatures and schedule irrigations based on plant feedback (Jones, 2004; Peters and Evett, 2007) , predict crop yields (Pinter et al., 1983; Irmak et al., 2000; Ajayi and Olufayo, 2004) , or estimate sensible and latent heat fluxes (e.g. Kustas and Norman, 1997; Kalma and Jupp, 1990) . Historically, these applications employed the use of stationary industrial IRTs wired to data loggers. These sensors can be expensive, cumbersome, and impractical for commercial on-farm applications. Wireless IRTs in agricultural applications are a more practical alternative, but their availability is limited. Economical radiation thermometry detectors with both analog and digital outputs are readily available on the market and have been used in the auto-mobile and medical industry, but there are few studies concerning these sensors in agricultural settings.
A specific example of a wireless IRT module that has been evaluated in agricultural applications includes the low-cost wireless IRT work by Mahan and Yeater (2008) and Mahan et al. (2010) . Although this IRT had a wide (1:1) field of view (FOV) and required the targets of interest be located near the IRT (approximately within 10 cm), it was reported to be similar in accuracy to an industrial-quality sensor over a 13-35 • C range of target temperatures in an outdoor environment. These IRTs are now available on the market and compared well with measurements from a commercial wired IRT when placed in a cotton field in Australia and monitored over a four-month period (Mahan et al., 2010) . In separate work, O'Shaughnessy and Evett (2010) constructed a wireless IRT sensor by interfacing a commercial narrow field of view IRT (IRT/c.5-T-80F/27C, Exergen, 1 Inc., Watertown, Mass.) with an off-the-shelf radio frequency (RF) module using the open ZigBee (IEEE Std. 802.15.4, 2007) communication protocol (O'Shaughnessy and Evett, 2007) . The Zigbee protocol is characterized by a slow data transfer rate (250 kbp @ 2.4 GHz), power management to ensure low power consumption, and is optimized for short-duty cycle applications which are critical for power conservation. An overview of sensor technologies and standards for wireless communications in agriculture are summarized by Wang et al. (2006) and will not be discussed in this manuscript. A network of these wireless IRTs was created by mounting the IRTs onto a center pivot lateral for monitoring crop canopy temperatures using methods described by O'Shaughnessy and Evett (2010) . Temperature data were transmitted to an embedded computer at the pivot point and used in an algorithm for automatic irrigation scheduling. The development of reliable wireless network systems that transmit data to a base station computer or nearby data logging device increases the convenience and flexibility of sensor use (ease of mobility and reduced maintenance of wiring) for researchers and producers. The use of an open communication protocol will allow incorporation of sensors developed by various manufacturers into sensor network systems without the added expense of specialized receivers and additional interface software at the base station level. Undoubtedly, dependable wireless networks of infrared thermometers that are capable of being integrated into agricultural systems for crop monitoring and machine control will also aid in the commercialization of precision agricultural applications.
As with any scientific measurement, there is an inevitable amount of uncertainty when assessing measurements made by sensors; these uncertainties must be addressed to minimize error (Taylor, 1997) . Infrared thermometers measure thermal radiation emitted by an object. All objects at temperatures greater than absolute zero radiate energy in the infrared range (Kaplan, 2007) .
Thermal radiation emitted from an object is proportional to the fourth power of the absolute temperature of an object's surface:
where q is the emitted radiation, is Stefan Boltzmann's constant (5.67 × 10 −8 W m −2 K −4 ), ε is emissivity, and T is absolute surface temperature of the object (K). Radiation emitted from a target is a function of emissivity and surface temperature. However, the output of a conventional IRT depends on the temperature difference between the detector and target and the sensor and is a weighted average of the radiating components within its FOV (Wanjura and Upchurch, 2001 ). An IRT senses not only the emitted radiation but also the reflected thermal radiation from the target surface and the radiation from the internal surface of the IRT (Baker et al., 2001) . The degree to which an IRT is sensitive to reflected and internal radiation is affected by the FOV (Brewster, 1992) . Uncertainties associated with infrared thermometer signals are a combination of the effects of ambient temperature, the alignment of the thermometer, detector noise and non-linearity (Shimizu and Ishii, 2008) , calibration shifts, the inability to eliminate or properly account for the influence of detector temperature on the measurement (Baker et al., 2001) , true target emissivity values, and background radiation.
Our interest in a narrow FOV wireless IRT is to provide the ability to accurately monitor row crops using sensor networks located on moving irrigation systems (Sadler et al., 2002; Peters and Evett, 2004) . A sensor with a narrow FOV can be mounted on a pivot lateral and maintained at a stationary height. This is in contrast to a wider FOV sensor located on a mast in a field which requires periodically adjusting its height above the crop canopy as it grows. An IRT with a 10 • FOV, mounted on a pivot lateral (∼5.1 m above the ground), looking slightly forward of the drop hoses at an oblique angle to the vertical mast and at a 45 • (in the horizontal plane) from the edge of a treatment plot, will have a resolve of approximately 0.7 m 2 of crop surface. The surface can be approximated as an elliptical foot print with the vertical axis estimated as:
where h is the height of the pivot lateral above the ground,˛is the IRT's FOV, and L i is the path length from the IRT to the canopy. The horizontal axis, a, can be approximated as:
and the area of the ellipse:
Positioning of an IRT in this manner will help reduce the amount of soil viewed by the sensor (Peters and Evett, 2004) when canopy is less than full and help to reduce sun angle effects by averaging the temperature readings of shaded and unshaded sides of the canopy (Fig. 1) .
A fundamental difficulty with IR thermometry is that all objects emit thermal radiation, including the internal surface of an IR detector. Each type of detector, whether it is thermal, photon, or pyroelectric is strongly affected by ambient temperature changes which result in temperature drift. Temperature drift can be corrected using temperature compensation circuitry, temperature regulation, auto null circuitry, chopping, and isothermal protection (Omega Engineering, 2000) . Although a narrow FOV IRT has the advantage of sensing temperature from a homogeneous target when aimed from the appropriate distance, there is the disadvantage that a greater percentage of the total incident radiation received by the detector will be from its own temperature due to internally reflected radiation. This makes narrow FOV sensors more sensitive to changes in their own body temperature (Bugbee et al., 1999) .
Currently, there are a limited number of low cost wireless IRT sensors available for retail. An IRT with a narrow FOV has the advantage of viewing a homogeneous sample at a height fixed above the crop canopy under partial canopy coverage, but the inherent problem of temperature output drift due to changes in ambient air temperature have to be overcome. Our objectives for this study were to: (1) develop a low cost, wireless, narrow FOV IRT sensor; and (2) evaluate the accuracy of the output readings under changing ambient temperatures and direct radiation. A brief evaluation of RF signal strength of the sensor module was performed to indicate the range of communication using whip antennas.
Materials and methods

Sensor specification
The specifications of the infrared thermometer sensor, MLX90614-BCF (Melexis, Ypres, Belgium) are summarized in Table 1 . This sensor was chosen because of its relatively low cost, narrow FOV (collimated to 10 • by the manufacturer), and capability for non-contact radiometric surface temperature measurements. The sensor package is comprised of a long-wave filter that passes radiation from 5.5 to 14 m, a thermopile detector chip and a second unique proprietary signal conditioning chip. The two voltages (V s and V o ) corresponding respectively to: (1) the sensor body temperature (T sb , K); and (2) the object or target temperature (T obj , K) which is internally compensated by T sb . Voltage outputs were converted to temperature readings using the equation, T i = V j × 0.02 in K and later converted to • C, where T i represents either T obj or T sb and V j is either V o or V s . As with any radiometric sensor, the accuracy of this thermometer can be influenced by thermal gradients induced across the sensor package (Melexis Data Sheet, 2009). We designed electronic circuitry involving a microprocessor to interface the digital output of the Melexis IRT and analog output of the battery pack with a wireless Zigbee RF module (XBee platform, Series 2, Digi International, Minnetonka, Minn.). Sensor data (i.e. T obj , T sb ), battery voltage, and IRT address (configured with dip switches), were collected and stored at the microprocessor level until sent to the base station lap top computer using RF telemetry. Temperature data were collected every 12 s, averaged and stored every minute. Battery voltage was measured and stored every minute. Transmission frequency, data averaging, and the cyclic period for the "sleep" state of the RF module were programmed through the microprocessor.
The circuit was designed with two voltage regulators, one controlling power exclusively to the Melexis sensor. The average current draw after testing 5 sensor modules was 0.5 mA when the voltage regulator to the Melexis sensor was powered "off." The average current draw was 10 mA when the sensor was powered "on." During data transmission, the sensor modules drew an average of 33 mA, which is governed by the design of the XBee series II module. Application code for the sensor module processor was created using CodeVision AVR (V2.04.6, Progressive Resources, LLC, Indianapolis, Ind.), which is a commercial C compiler for Atmel AVR microcontrollers. Data were arranged into the application programming interface (API) format to extend the level of interaction between the sensor nodes and the host application (Fig. 2) . Use of the API format allows detection of a complete data string by recognizing the start of the data packet, "7E" (a static value), size of the array to parse (based on the number of bytes in the data string), confirmation that the string was received from a sensor (based on the packet type and address of the sending node), and a means for error checking the data sent by validating the received checksum value.
Each sensor module was powered with 4 AA nickel metal hydride (NiMH) batteries. The batteries were housed in an external white, weather proofed poly vinyl chloride (PVC) housing and recharged with a 3 W solar panel (model SC3, Sunwize SolCharger, Hudson, Mass.). The combination of off-the-shelf components and circuit design will hereinafter be referred to as a wireless IRT (Fig. 3) . Wireless data for the temperature comparisons discussed in this manuscript were collected by an XBee modem connected to a laptop computer using a program running under Visual Studio 2008 Ver. 9.2. (Microsoft Corp., Redmond, Wash.).
Temperature comparisons
To evaluate the accuracy of the wireless IRTs and reduce uncertainties in error measurement, three methods were used: (1) calibration against a variable blackbody; (2) spot temperature comparisons of soil and vegetation samples against a commercial hand-held infrared thermometer; and (3) continuous temperature comparisons over a highly uniform target against an industrial wired IRT in the outdoors. 
Sensor vs. blackbody calibrator
Temperature output instability of the wireless IRTs caused by changes in ambient air temperature was measured by comparing the IRT readings to the known set point temperature of the blackbody in a number of different ambient temperatures. The variable temperature blackbody calibrator (CES100, Electro Optical Industries, Inc., Santa Barbara, Calif.) and the wireless IRTs were placed inside of a 3 m × 3 m × 3 m temperature control chamber (Environmental Growth Chambers, Inc., Chagrin Falls, Ohio). The chamber and sensor body temperatures were brought to equilibrium, after which batch readings from the sensors were collected. A data logger (Campbell Scientific, model CR 3000, Logan, Utah) was used to automatically control the set point of the blackbody and its chiller unit. A special character was broadcast by the data logger through an XBee modem to the wireless IRT sensor modules when the blackbody had reached a programmed set point. Temperatures, T obj and T sb , and battery voltage measurements were sent via RF telemetry, only after receiving a special character, to a laptop computer located just outside the chamber. The blackbody temperature was automatically stepped from 15 to 55 • C (the expected range of canopy or soil temperatures during the growing season) in 5-degree increments using an RS-232 communication link between the data logger and blackbody controller. Twenty data samples were collected from each sensor at each blackbody set point for a total of 180 data points per sensor per ambient air temperature. Wireless sensor IRT readings were taken in four different ambient temperatures (15 • C, 25 • C, 35 • C, and 45 • C). These represented ambient temperature ranges that were expected during a typical summer growing season at Bushland, TX (CPRL Climate Data files, 2010). Although our technique was automated, it was similar to methods performed by Kalma et al. (1988) and Bugbee et al. (1999) .
Wireless IRT vs. AgriTherm hand-held thermometer
The wireless IRT was evaluated against the AgriTherm II, a portable hand-held infrared thermometer (Everest Interscience Inc., Tucson, Ariz.). The sensor module and AgriTherm II were clamped onto separate masts and placed alongside one another with a nadir view angle over soil and vegetation samples. The soil was 0.25 m (depth) of dry Pullman Clay Loam spread evenly over a 0.46 m × 0.31 m pan. Vegetation temperature readings were taken over grain sorghum (Sorghum bicolor (L.) Moench). The AgriTherm II had a zoom lens and pulsating laser; its field of view was adjusted to meet that of the wireless IRT and it emissivity was dialed to 0.98.
Wireless IRT vs. wired IRT and thermal imager
A third comparison involved the use of a wireless IRT and one wired IRT (Exergen model IRT/c.5-T-80F/27C) mounted on masts and positioned above a black rectangular aluminum block target located outdoors. The wired IRT contained a Type-T thermocouple (copper-constantan) detector with specifications similar to the thermopile detector in the wireless IRT. The two sensors had the same FOV, were filtered to select spectral responses in the 8 to 14 m range, and measured at comparable levels of accuracy near room temperature. The aluminum block target over which both type of sensors were positioned had dimensions of 81.3 cm × 38.1 cm × 7.6 cm (tall), and a measured emissivity value of 0.99. The method to measure emissivity is described in (Kaplan, 2007) . Temperature measurements between the wired and wireless IRTs were made over a 24-h period. Data from the wireless IRTs were collected by a lap top computer located in a remote building and time stamped by the acquisition program. The wired IRT did not require excitation, rather the voltage differences generated between the dissimilar wire types were amplified, collected, and time stamped by a data logger (model 21X, Campbell Scientific, Logan, Utah). The clocks for the computer and data logger were synchronized prior to data collection for paired analysis.
The temperature of the aluminum block was extracted from digital images taken periodically with a FLIR thermal imager (model SC2000 and ThermaCAM Researcher Pro 2.8 software, FLIR Systems, Billerica, Mass.) at a nadir view angle on DOYs 89, 90 and 91, 2010.
Response to temperature transients with and without a heat sink
Thermal mass requirements for sensor body temperature stabilization were investigated with the detector exposed to heating caused by direct radiation while: (1) embedded in an aluminum socket and the detector and circuit interface board enclosed inside of a white polyvinyl chloride (PVC) plastic sleeve; and (2) with the detector and circuit interface board enclosed only in the plastic sleeve. Transient incident radiation trials were used to simulate rapid changes in radiation on the sensor, which would affect sensor body temperature. Such changes may occur, for example, when the sun is intermittently blocked by cloud cover. All trials were performed in the controlled temperature room. During each trial, the sensor module was aimed at the blackbody target with a constant target temperature, T BB ( • C). Incident radiation was increased and decreased by turning on and off a halogen lamp aimed at the sensor module. A shield isolated the blackbody from the radiation. The blackbody target was varied in 5-degree increments as described previously, and the testing was repeated in ambient temperatures of 20 • C, 25 • C, 30 • C, and 40 • C.
Temperature readings of wireless IRTs were compared with those from the blackbody, wired IRT, hand-held IRT and thermal imager using linear regression analysis. Statistics including root mean square error (RMSE):
where O i is the ith measurement, P i is the ith predicted value, n is the total number of data pairs. Root mean square error is the standard deviation of measurements and characterizes the reliability of measurements (Taylor, 1997) . The mean absolute error (MAE):
is a statistic that indicates the average magnitude of error between the observed and predicted (forecasted) measurement. Its use is preferred for small or limited data sets. Finally the mean biased error (MBE) described by Mandel (1964) :
reports the inaccuracy or difference in the sample mean or expected value ( ) and the reference value (R i ) for each measurement. This equation was used to identify systematic or non-random errors. Standard deviation from the mean or the non-negative square root of the variance was used to detect variability about the mean for measurements made by a single instrument. Finally, since it is not possible to measure the true temperature of an object especially in the outdoors, the standard error of the predicted y-value for each x in the regression was used to measure the amount of error in the prediction of readings from an industrial wired IRT (the predicted values) for an individual reading from a wireless IRT (the x value). The equation for the standard error is:
where y andȳ, x andx are the samples and mean for the wired IRT and wireless IRTs, respectively, and n is the number of paired samples. The standard error is a measure of the amount of error in the prediction of y for an individual x, but for our purposes, it was used to evaluate how well measurements from the two instruments agreed.
RF communications
RF communications were tested by measuring the received signal strength indicator (RSSI, measured in dB) for a sensor node at each of five separation distances (7.5 m, 15 m, 30 m, 60 m, and 120 m). Signal strength is best measured by sending a number of packets and calculating the percent of packets received (AndradeSanchez et al., 2007; Hebel et al., 2007; O'Shaughnessy and Evett, 2010) . At each distance, 25 packets of data were broadcast to the sensor node and the percent of successful receptions was recorded. Both the sensor node and the modem were enclosed inside of a PVC housing with an XBee series 2 (S2) module and whip antenna, Fig. 3 . The signal strength of the antenna was equal to 1.5 dBi (gain of the antenna referenced to an isotropic source), and positioned at 1.5 m above the ground during testing. This is the height at which we typically place our IRTs relative to crop canopy height.
Results and discussion
IRT vs. blackbody calibrator
The RMSE values calculated between the wireless IRT sensor readings and blackbody target temperatures ranged from 0.10 to 0.79 • C for measurements made in all ambient temperatures (Table 2) had a RMSE above 0.5 • C. The significance of a low RMSE value indicates a high level of accuracy; 92% of the tested sensors provided accurate temperature measurements against the variable blackbody calibrator in changing ambient temperatures. The MAE ranged from 0.12 to 1.52 • C for all sensors compared against the blackbody calibrator. Again the highest error values were contributed by sensors #15 and #16. This error statistic indicates that these two sensors can output an error in temperature reading that is 2-3 times greater in magnitude than the other sensors. The MBE for twenty sensors ranged from −0.5 to 0.5 • C. These values being relatively close to 0.0 • C and within the specifications provided by the manufacturer, imply limited bias. On the other hand, the relatively high MBE levels for sensors #15 (−1.12 • C) and #16 (1.52 • C) suggest systematic errors. Review of the data for sensor #15 showed that the IRT readings were consistently higher than the blackbody calibrator, while data for sensor #16 indicated that its readings were consistently lower than the target. Fig. 4a provides a graphic of both the accuracy [range of residual errors, i.e. differences in temperature between the target (T BB ) and the IRT reading (T obj )] shown along the 'y-axis' for sensor #20. The error residuals generally ranged from −0.6 to 0.6 • C regardless of the temperature difference between T BB and T sb shown along the 'x-axis'; this indicated that the sensor output remained relatively accurate when sensor body • C, 25
• C, 30
• C, and 40
temperature changed. In contrast, the errors in readings from sensor #15 were consistently greater than 0.5 • C whenever the T sb was equal to or greater than T BB ; and the majority of the errors were negative, Fig. 4b . The negative bias and sources of error may stem from any number of issues including imprecision of the temperature compensating chip or problems associated with the interface board. Probable examples include electronic noise caused by imperfections in the interface circuit that we constructed, heat build-up during the operation of the sensor or from the heat given off by the blackbody calibrator, or misalignment against the blackbody calibrator target when the sensors were tested in batches. The simple linear regression equation was used to calibrate each sensor and did not include sensor body temperature as a variable to adjust the sensor output reading:
where Y was the measured value of the blackbody target, and m i and b i are the customized slope and intercept from the regression. This calibration equation reduced the RMSE value in most cases, Table 2 . The use of simple linear equations is different from those used by Bugbee et al. (1999) where in their studies, the slope and intercept were parameterized as a function of T sb using higher order polynomials. Applying the correction techniques of Bugbee et al. (1999) to the wireless IRT sensors only slightly increased the RMSE values (data not shown) for our sensors.
Response to temperature transients with and without a heat sink
When direct radiation was applied to the detector embedded inside of an aluminum socket and white PVC sleeve while the blackbody temperature was varied (in different ambient temperatures), the detector responded by decreasing voltage output (V o ) for the T obj readings when T sb was greater than T BB , and increasing V o when T sb was less than T BB (Fig. 5) . In other words, the detector under compensated when the sensor body temperature was greater than the blackbody temperature (T BB ) and overcompensated when the T BB was more than 10 • C greater than T sb . With the detector embedded in the heat sink, the maximum error ranged from −0.8 to 1.5 • C which was greater than the manufacturer's specifications of 0.5 • C under isothermal conditions. The MBE was not significantly different when the detector was embedded in the aluminum housing (0.08 • C) compared to 0.09 • C when the detector was located only in the PVC sleeve. Further stability testing was performed by investigating the effects of direct radiation over a short period of time and under a constant ambient temperature near 20 • C with the detector embedded inside of a heat sink and the detector and interface circuit board inside of the PVC housing. There was no significant difference in T obj readings (Fig. 6a) . While embedded inside of the heat sink, the sensor body temperature rose by 4 • C after approximately 30 min (time frame corresponding to sampling between 27 and 107 on the horizontal scale) of direct heating. This test was repeated four times and the average RMSE between T obj and the blackbody target temperature was 0.04 • C, while the MAE was 0.33 • C.
With the detector removed from the heat sink but enclosed inside the PVC housing with the interfacing circuit board, direct heat was again applied, T sb rapidly increased over a short period of time, however, T obj readings remained very near to T BB (Fig. 6b) . The RMSE between T obj and T BB was 0.05 • C and the MAE was 0.50 • C. The stability of the object temperature reading under the influence of direct radiation and no heat sink demonstrated that the compensation feature of the sensor functioned well to maintain accurate temperature readings relative to T BB and that the heat sink did not provide additional benefits. It should be noted that in both cases, the T obj was greater than T BB however the change in T obj was not significant over time and can be corrected using an offset.
Realizing that it is not possible to measure the true temperature of an object, the next two experiments were completed to determine the differences between IRT measurements and those from accepted instruments, i.e. readings from a commercial hand-held IRT and an industrial IRT. The differences in measurements were not to be considered errors, but rather were used to characterize the magnitude of variation among and between IRT instruments.
Hand-held and wireless comparisons
Multiple readings taken over vegetation and soil at different times of the day allowed us to evaluate the precision of the wireless and hand-held IRT. The standard deviation of measurements shown for each instrument over each sample type and time period ranged from 0.00 to 0.08 • C for the Agritherm II and from 0.07 to 0.15 • C for the wireless IRT. This indicates that the variability of temperature readings for each instrument was small and that the Agritherm II instrument displayed less variability. The MAE represents the magnitude of difference between the instruments over the different samples and time periods. A difference of less than 1 • C indicates that the measurements were in good agreement, Table 3 .
Wired and wireless comparisons
This study resulted in paired temperature measurements between a wireless and industrial wired IRT over a two-day period in ambient temperatures ranging from 10 to 45 Three thermal images were taken consecutively at 1-min intervals at each of four different start times throughout the day. Measurements from both IRTs evaluated against the extracted temperatures from the FLIR images were in good agreement. Evaluating the accuracy of both IRTs against data from the FLIR camera (the predicted value) using the RMSE statistic indicated that the wireless IRT (RMSE = 0.55 • C) was closer in value to readings from the thermal images than the wired instrument (RMSE = 1.10 • C), Table 4 . As the ambient air temperature increased, the output of the wired IRT was consistently higher than that of the wireless IRT and data extracted from the FLIR image. The temperature drift of the wired IRT was indicative of this instrument's sensitivity to changes in ambient air temperature and inability to compensate output readings quickly. In general, it is difficult to make concise paired measurements from multiple IRTs even after aligning the sensors side-by-side in an outdoor environment due to the numbers of variables impacting thermal measurements. The aluminum block was used to minimize target variations and improve comparisons between the wired and wireless IRT against a large isothermal target of relatively uniform emissivity (in the outdoors).
Radio frequency communication
Radio communications for three wireless sensors at five different distances from an XBee coordinator, indicated an average peak RSSI of 90% (of packets received), at an interval distance of 15 m, Fig. 8 . The RSSI declined as the distance between the sensors and coordinator increased. There was a consistent dip in signal strength at the 30 m interval for each sensor tested. The reduced communication range at 30 m could not be accounted for with the testing that we performed, since the calculated radius of the widest point of the Fresnel zone at a distance of 30 m between antennas was 0.94 m, the height of the sensors was 1.5 m, and there was no object obstructing the line of the sight between the sensor node and coordinator during the testing. However, the significant decrease in range at the 120 m interval was expected due the power limitations of the RF module. It should also be noted that enclosure of the RF antenna inside the PVC housing attenuates the signal strength has reported by Darr and Zhao (2008) and O'Shaughnessy and Evett (2010).
Discussion
Assessing uncertainties in the output readings of these prototype wireless IRTs was important because accurate measurements using these instruments are required in research applications. Although it was impossible to obtain "true" object temperature readings, a number of comparisons were used against instruments with very narrow specifications, and with instruments that have accepted temperature readings such as the commercial hand-held IRT and the industrial wired IRT.
Output readings from the wireless IRTs may have been affected by imperfections in the interface board. Flaws may be detected by measuring the resistance of each component without power to the board and then measuring voltages at specific points and comparing the readings to expected values when the board is powered. If excessive heat build-up occurs during the transmission of data (period of highest current draw) and if it impacts the temperature of the IR detector, then it may be possible to limit the heat build-up by troubleshooting for imperfections that are the cause of high impedance, increasing the size of the power traces on the interface board, reviewing the dissipation and efficiency factors of various board components and replacing them with better performing parts, and limiting the length of transmission periods.
Overall, the low RMSE values calculated for the majority of sensors indicated that the detector's temperature compensation algorithm worked well. If built-in temperature compensation is not adequate, then the methods of calibration provided by Kalma et al. (1988) may need to be applied.
It should be noted that the communication evaluation of the wireless sensors was very limited in scope, but the communication range of these IRTs can be improved by substituting a RF module with an external dipole antenna (greater gain) or by increasing the size of the antenna at the coordinator when established within a Table 4 Comparative averaged radiometric surface temperature readings over a black aluminum block from a wired and wireless IRT and a thermal imager. wireless sensor network. Additionally when working with meshtype wireless sensor networks, the number of sensors in a network and the placement of repeaters can also impact the reliability and range of data communication.
Conclusions
This study evaluated the performance of prototype narrow FOV wireless IRTs against a blackbody calibrator and measurements from hand-held and wired infrared thermometers. An increase in the availability of narrow FOV wireless IRTs could alleviate challenges for agricultural researchers who are utilizing infrared thermometry to effectively quantify crop water stress and provide instrumentation useful to precision agricultural applications. Surface temperature readings from the wireless IRTs compared well in indoor and outdoor environments, and over soil and vegetation samples. Low RMSE and MAE values indicate that the manufacturer's applied signal conditioning method mitigated the issue of temperature drift under the tested conditions. There was no apparent advantage to using the aluminum socket for purposes of sensor body temperature stabilization which is important in designing suitable and economical housing. Although accuracy is not easy to obtain in outdoor conditions, the comparisons reported by this manuscript indicated that the readings from these prototypes will provide adequate monitoring of crop canopy temperature when positioned on a pivot lateral. However, because PVC housing does not completely isolate the IRT element from changes in ambient air temperature or heating that may be produced by the electronic components on the circuit board, additional testing of the wireless sensor modules in an outdoor setting is necessary to investigate the consistency and accuracy of long term object temperature readings, especially when the difference between sensor body and object temperature is greater than 10 • C.
